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ABSTRACT 
This thesis describes the design and construction of two 
instruments for use in isolating the ultraviolet parts of the 
Solar spectral · irradiance at Earth's surface. 
The first was a total UVA Pyranometer, which was undertaken 
to make preliminary investigations in the techniques of monitoring 
ultraviolet irradiances, as well as to provide useful data. 
The main part of this thesis was the construction of a 
portable, easily operated, interference filter spectrophotometer 
to isolate the ultraviolet-B spectrum into five discrete 10 nm 
passbands. However, as further reading will describe, realisation 
of only the two longer wavelength passbands was made due 
to deviations from the ideal quasi-rectangular passbands of the 
interference filter spectral transmittance curves. Discussion of 
how these problems can be overcome is presented in the conclusion. 
An outline on how the incident spectral solar irradiance could be 
found, from the five passbands, is presented along with some 
preliminary data from the two operational channels. An overall 
accuracy of 15% was obtained for data obtained, with better 
accuracies, to 7%, attainable by stabilisation of the instrument 
power supplies and, therefore, output voltage. 
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CHAPTER 1 
Introduction 
The importance of UV (ultraviolet) radiation that reaches 
Earth's surface is clearly seen when the action spectrum and effect-
iveness in the destruction of organic materials and biological 
1 
tissues is observed . Fig:1.1 [1]* clearly illustrates this importance. 
Other effects of UV radiation include destruction of the genetic 
material (DNA ), induction of skin cancers, eye inflamation and migration 
of melanin from lower to upper layers of skin as a form of protection 
known as tanning . Destruction of bacteria in skin diseases and 
sterTiisation processes, and the production of vitamin Dare some of 
the beneficial effects. Exposure of plants to intense UV is usually 
fatal, and lesser doses induce tumors, enhance genetic defects, stop 
photosynthesis and cause severe damage to outer l eaf cells. Many 
insects use UV light as an "extended vision" for navigation, and food 
and predator recognition. This extended vision is exploited by humans 
in lures to capture insects for pest destruction or examination. 
Industrial organic materials such as rubbers and plastics break down 
after prolonged UV exposure and are rendered worthless. 
In the erythemal region of the UV, which can cause severe sun-
burning, it is interesting to observe the fallacies of some common 
beliefs about protection from the UV. Light colourful summer shirts 
can transmit up to 75% of the incident radiation, a one meter 
column of sea water transmits approximately 60% of radiation at 310 nm, 
and shady areas can receive large UV irradiances from diffuse sky 
radiation . 
The UV spectrum from the sun has been subdivided into three 
sections of which two main classifications are presented in the 
1 i terature . 
* Numerals in square brackets refer to entries in the bibliography 
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Fig :1·1 Biological effects of ultraviolet radiation [1] . 
(1)Production of vitamin 0,(2) bactericidal effects, 
(3)stoppage of tissue growth, (4)albumen coagulation, 
(S)haemolysis, (6)erythema. 
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Fig :1-2 Bouger- Lambert law :diagramatic representation. 
S :solar position 
Z :zenith position 
Se :solar angle 
Z0:zenith angle 
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Table I 
Ultra-Violet Wavelength classifications. 
~(nm), classification A [2,3] A(nm), classification B [4] 
1-200 far UV 
200-300 middle UV 
300-400 near UV 
1-280 uvc 
280-320 UVB 
320-400 UVA 
Classification B, which is now the more commonly used, will be 
used in this thesis. The reasons for subdivision of the UV into 
the UVA, UVB and UVC become apparent when considering the radiation 
which reaches Earth's surface. 
UVA: 
UVB : 
UVC: 
The atmosphere is relatively transparent to 
wavelengths of this region, and the radiation 
is weakly biologically active. 
Transmission of this radiation is very dependent 
on the amount of ozone in the upper atmosphere. 
These wavelengths of radiation are responsibl e for 
erythema and most other biological effects. 
No solar radiation of wavelength less than 
approximately 280 nm penetrates the atmosphere 
because of ozone and oxygen absorption. 
Before reaching Earth's surface the Sun's radiation undergoes 
many modifications. Variation of the Earth-Sun distance causes an 
approximate 6% variation of the incident irradiance. Scattering and 
absorption in Earth's atmosphere, and reflection and radiation from 
Earth's surface also cause changes in the irradiance and polarization 
received at Earth's surface. 
Scattering and Absorption 
3 
Prediction of atmospheric transmission is achieved by considering 
two columns of equal cross section in the atmosphere, one in the 
zenith direction and one in the solar direction. 
TheBouger-Lambert law, equation (1.1), [1] expresses the relation 
between incident and transmitted radiation intensities . 
IA = 
M = r 
= 
IO,A exp (-aAMr) ( 1.1) 
-ds 
dh 
sec z0 
Incident monochromatic radiation intensity on to 
column ds. 
Transmitted monochromatic radiation intensity by 
column ds. 
Optical thickness in zenith direction (extinction 
or attenuation coefficient). 
Relative air mass of columns assum1ng constant 
atmospheric densities. 
This theory neglects atmospheric curvature and refractive index 
changes between layers of the atmosphere at different temperatures 
and densities and, therefore, gives results which are valid only 
for high solar angles. 
4 
Scattering is responsible for the polarization of 
diffuse sky radiation, and the variation of scattering coefficients 
with wavelength gives a diffuse sky spectrum different from that of 
the direct radiation. This dependence of coefficient on wavelength 
is described by the Rayleigh and Mie relations and, for longer 
wavelengths, by geometrical optics. The criterion for Rayleigh 
scattering is that the characteristic dimension of the aerosol, r, 
obeys the condition r~O.lA, where A is the wavelength of the radiation 
incident on the aerosol particle. When this is satisfied the 
coefficient is proportional to A-4_ This illustrates why a clear 
diffuse Rayleigh sky is blue, and the thicker the optical path the 
more the blue light is scattered out of the direct beam. This is seen 
at sunset with a red sun and deep blue diffuse sky radiation. As 
the wavelength gets shorter (into the UV) the scattering coefficient 
increases, and experiments [5] indicate that as much as 60% of the 
radiation in the UVB is received from the diffuse sky. For larger 
particles, 0-1A~r~25A,the Mie theory describes the scattering, and 
for r ~25A.geometrical optics can be used. With increasing particle 
size the scattering coefficient becomes less wavelength-dependent; 
the effect is seen in a whitening of smog, dust and cloud laden skies. 
Absorption of UV radiation by atmosphere gases is of great 
importance because of the destructive effects that would be produced 
by an increase in the UV at Earth's surface. Most important of the 
atmospheric gases is ozone which lies in the upper atmosphere, with 
peak concentration occurring between 10 and 40 km altitude and 
decreasing up to 90 km [2]. Even though the amount of ozone is 
small in comparison to the total atmosphere, (several millimeters of 
ozone at standard temperature and pressure compared to 8 km of 
total atmosphere) it has very strong photo-chemical properties in 
which UV radiation is absorbed. The main absorption occurs in the 
Hartley bands which extend from 200 to 320 nm and affect the UVB 
reaching Earth's surface. The Huggins bands cover 320 to 360 nm 
and affect the UVA but with less absorption than the Hartley bands. 
It is the ozone absoprtion that is responsible for the sharp cut-off 
with decreasing wavelength of the radiation spectrum observed at 
Earth's surface. 
The information presented here illustrates the need for data 
5 
from routine monitoring instruments, to provide a base line from 
which predictions of the effects of changes in UV insolation can be 
made. It follows that reliable instruments are required to provide 
this data, and to date instrumentation has failed to meet the require-
ments of large scale, consistent, spectral measurements of the UV 
that reaches Earth's surface. In this thesis, two such instruments 
will be described which have the capability of providing this 
baseline data. In chapter 2 a UVA pyranometer is described. This 
instrument provides information on the total UVA irradiance incident 
on a flat surface. A filter wheel based instrument is described in 
chapter 3. The data from this instrument can provide information 
on the spectral dsitribution of the irradiance received on a flat 
surface in the UVB band. 
